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Disclaimers 

Â Very little is black & white - many opinions  

Â Safety of materials and equipment 

ïAlways a patient in the equation 

ïNo patient = no problem! 

ÂNot addressing patient specific FAQs  

ï74 yo Male, Hx ofé.. 

ïPhysicians answer physiciansô questions 

ÂNo reimbursement issues 

ïUS regulations not your concern 



Disclaimers 

ÂNational Fire Protection Association (NFPA) 

ïNFPA 99 ï Widely used & referred to standard 

ïExceptions to the standard 

» Assume liability 

»Void manufacturerôs warranty 

 



FAQ - Safety Director 

Requirements 

ÂNFPA 99é20.3.1.3.2* 

ïHospitals may think this is Director level job 

ïHospital Safety Officer good resource but not a 
substitute 

ÂNBDHMT advanced certification? 

ÂUHMS Guidelines for Clinical Hyperbaric 
Facilities guidance 

ïQualification, training & experience 

» Problem in the US with growing specialty 

 



FAQ Chamber Room Floor 

ÂSheet vinyl 

ïProblem moving monoplace chambers 

ÂVinyl composite tile (VCT) flooring 

ïOften recommended by ATMO 

ïDurable, available, easy to maintain 

ÂCarpet ï just say no! 

ÂNon-wax floors 

ïOK but not pretty 



FAQ Chamber Room Floor 

ÂAntistatic flooring 

ïMay be suggested by monoplace manufacturer  

ïSpecial wax required or none 

ÂAntistatic (conductive) floor wax 

ïAvailable if needed 

ÂFloor inside of the chamber 

ïMust be conductive 

ÂWhat is best? 

ïSpecial needs & availability 



FAQ Humidity levels in the room 

& inside the chamber? 

ÂChamber manufacture statements 

ïIn room some say > 50% 

ÂNFPA requirements = none 

ïAppendix note multiplace 50-70% at stable depth ops 

ïTemperature try to maintain @ 22 degrees C  

ÂDry climate vs humid climates 

ÂComfort of staff & patients 

ÂReal issue is INSIDE chamber 

ïProbably unaffected by room 


